Abstract. Infrared temperature measurement system is designed, Based on C51 microcontroller, TN infrared temperature sensor, voice broadcast module and display module design. In this paper, the circuit diagram of hardware design and the flow chart of software algorithm are described. The results show that the infrared temperature meter has the advantages of simple circuit, high reliability, voice broadcast, small size, portability, etc., and can be widely used in families, hospitals, schools, etc., and has good popularization and application prospect.
Introduction
With the rapid development and application of temperature measurement technology, in the face of increasing demand, temperature measurement has wide application prospect in various fields of the temperature measurement technology used in medical work, industrial equipment fault detection, military reconnaissance, civilian daily life etc. [1, 4] . The traditional mercury thermometer due to long time measuring and reading trouble and the interference of the body temperature and other shortcomings, has been unable to meet the measurement needs of the people, and the electronic thermometer is due to contact with the patient and bring the risk of infection. Therefore, this paper is the design and the actual demand of fast and effective means of using the non-contact infrared thermometer can be widely used in hospitals, schools and other densely populated areas of temperature detection [5, 8] .
Based on C51 microcontroller, TN infrared temperature sensor, voice broadcast module and display module design and implementation of infrared temperature measurement system. In this paper, the circuit diagram of hardware design and the flow chart of software algorithm are described.
The Overall Diagram for the Designed System
The overall diagram for Infrared temperature measurement system is shown in Figure 1 , which is composed of MCU, infrared temperature sensor, power supply module, extended keys, the liquid crystal display module and voice broadcast module. the MCU is the microcontroller STC12C5A60S2 using LQFP-44 package with high performance and high performance, the enhanced 8051 core, 36 common IO port, 8 Road the 12 bit ADC module, and other standard peripherals, and can fully meet the system requirements. The infrared temperature sensor directly adopts a commercially available sensor module with digital output, this module is used for collecting and measuring temperature data, and sent the data to the microcontroller port. The extended keys adopts the standard 4 x 4 keyboard, used for human-computer interaction input keys. The liquid crystal display module is the NOKIA 5110 screen to replace the conventional LCD1602, it has a cost-effective, simple interface (only four IO lines can be driven), high-speed (display speed is several times the general LCD12864 or LCD1602), low voltage and low power consumption. this module is used for data display and output of human-computer interaction display. Voice broadcast module is a commercially available voice module, only 3 IO port to achieve voice broadcast control. Fig.1 the overall diagram for the designed system The infrared sensor continuously collects the human body temperature data, and communicates with the MCU controller. When there is an external key press, the controller reads the sensor temperature data, and carries on the digital smoothing filter, then displays the current temperature data, and carries on the real-time speech broadcast.
The Hardware Design for Designed System
The Design for MCU Minimum System. The SCM minimum system consists of single-chip controller, clock circuit and reset circuit. The MCU is controller with high performance and high performance price ratio, and the clock circuit is used to provide the reference clock for the minimum system of the MCU.In this design, all of the microcontroller I/O port, the internal timer T0 and serial interrupt is adopted . Specifically as follows:
（1）P0 as LCD LCD screen I/O port. （2）P1 as infrared temperature measurement module I/O port. （3）P2 as the data control port of LCD screen. （4）P3.0 and P3.1 port as voice module serial communication terminal, P3.2 used as voice broadcast control buttons.
The Description for the Infrared Temperature Sensor. The MLX90614 is adopted as the Infrared temperature sensor in this paper, and the sensor is the non-contact infrared thermometer for use with Arduino, or any microcontroller that can communicate with it through its I2C interface. The sensor has the following characteristics: Small size, low cost, 10k Pull up resistors for the I2C interface with optional solder jumpers，Easy to integrate, while the specification is show in table 1. And it can be widely used into Mobile Air-conditioning control system, healthcare and Livestock monitoring. Figure 2 , the input power is +5V VCCIN. When switch K1 is press, the system is connected to the power supply. The input +5V power supply filtered by the capacitor C1 and C2, is sent to two ASM1117, which will be converted Advances in Engineering, volume 126 to +5V power supply +3.3V. For security considerations, the use of two pieces of ASM1117 redundant output design. In addition, the Power indicating circuit consisted of the R2 and D4, is set up in this circuit. when the power is turned on, D4 will light. Figure 3 , 1th pin and 8th pin of 5110 display is connected to +3.3V power supply, while the 2th pin of 5110 display is ground. For other pins, the 3th pin connect to the microcontroller P2.0 port, 4th pin connect to the microcontroller P2.1 port, 5th pin connect to the microcontroller P2.2 port, 6th pin connect to the microcontroller P2.3 port, 7th pin connect to the microcontroller P2.4 port,. Through the simple 5 connecting lines, you can achieve the connection between the microcontroller and the display screen, greatly reducing the occupation of IO port. The main program module to complete the system initialization, temperature detection, serial port communication, display and other functions. The system initialization includes the initialization of the timer interrupt, the initialization of the serial communication interrupt, the initialization of the LCD display. Specification are as follows:
（1）Infrared temperature measurement module includes: obtain temperature data, calculate the temperature value, send data to the microcontroller.
（2）Voice module: the use of voice broadcast button, read the microcontroller data, broadcast data through the speaker.
（3）Display module: MCU data acquisition, display temperature data. when the infrared thermometer is connected to the power supply, the STC89C51 microcontroller starts to run the program. The program first STC89C51 microcontroller initialization, and then wait for the timing interrupt, read the temperature sensing data of the infrared temperature measurement module, after the data smoothing filter, the display module to send data. Finally, to determine whether there is an external interrupt (i.e. whether to press the button for voice broadcast), if there is no external interrupt, then continue to determine if there is an external interrupt; otherwise, sends the data to the voice module through the serial communication, the voice module will receive the data through the speaker.
Conclusions
Compared with the traditional method of temperature measurement, infrared temperature measurement has the advantages of no need to contact the measured object, convenient measurement, high measuring speed and high precision, and is widely used in the temperature measurement of the family, the hospital and other fields. So, based on the C51 microcontroller collocation of a small amount of external sensors, the design and implementation of infrared temperature measurement system is achieved, and tested, related results show that with thermometer design of high precision, good stability, has a good prospect of market
